We use a new technique to disseminate microwave reference signals along ordinary optical fiber. The fractional frequency resolution of a link of 86 km in length is 10 -17 for a one day integration time, a resolution higher than the stability of the best microwave or optical clocks.
Significant progress has been made in the past few years with the development of atomic and ion optical frequency standards. For example, clocks are presently being built based on Hg + [1] and Yb + ions [2] , as well as Ca [3] or Sr [4] atoms. These projects are aiming to reach an accuracy in the range of 10 -17 -10 -18 in the near future. In this context the precise comparison of distant frequency standards becomes a crucial issue, since a typical optical clock is not portable. Such systems will also be extremely important for those future tests of fundamental physics that are based on accurate time and frequency comparisons. Examples of this include the search for possible time variations of fundamental constants [5] and tests of Lorentz Invariance [6] .
Distant clock comparisons can be performed using a satellite link, such as GPS, giving a resolution at 1 day of a few 10 -14 with a commercial receiver, or a few 10 -15 using a geodesic receiver, or two-way satellite time transfer systems (TWSTT). Alternatively, clock comparisons can be made indirectly using transportable clocks as transfer oscillators between fixed high-stability clocks. However, in all but a few cases the performance of transportable clocks is significantly worse than the best available frequency standards, which are complex devices that are difficult to move from their laboratories. Presently the best of the transportable clocks show an accuracy of slightly below 10 -15 for the Cs fountain [7] , 2×10 -13 for a transportable CH 4 standard [8, 9] , and 1.3×10 -12 for a Ca transportable standard [10] . For more distant laboratories optical fibers can be used to disseminate the RF signal of the primary standard, or directly distribute the optical frequency signal, as demonstrated for the 3.5 km link between NIST and JILA, with a resolution of 4×10 -14 at 1 s [11] . In addition, the advent of femtosecond (fs) laser-based optical frequency synthesizers have greatly simplified the frequency comparison of different optical frequency signals. For instance a resolution of 7×10 -15 at 1 s was recently obtained for a frequency comparison between Hg + and Ca standard [12] . It was also established that the fractional frequency uncertainty introduced by the fs laser synthesizer can be in the 10 -17 domain at 1 s and is approaching the 10 -19 domain after 100 s [13] when comparing two optical signals. However, the sensitivity and accuracy of optical-microwave frequency comparisons is often limited by noise processes which occur in the microwave frequency domain. For instance the upper limit of the instability of a fs laserbased synthesizer that connects the microwave and optical domains has been reported to 2×10 -14 at 1 s [14] .
In this paper we demonstrate, for the first time, that two standards can be compared over a distance of 43 km, using a standard telecommunication optical link, with a resolution of 8×10 -15 at 1 s, and 10 -17 at one day integration time. As an application, we measured the frequency of a stabilized CO 2 laser at Laboratoire de Physique des Lasers (LPL) against the primary frequency standard of the Systèmes de Référence Temps Espace (SYRTE), with a resolution of 3×10 -14 at 1 s integration time, limited by the CO 2 laser frequency stability.
From this measurement, the instabilities of the fs laser-based synthesizer connecting the microwave and optical domains can be estimated to be less than 1×10 -14 at 1 s. The LPL, located on the outskirts of Paris, develops optical frequency standards in the mid infrared. The SYRTE, in the centre of Paris, develops Cs atomic fountains with an accuracy of 7×10 -16 , and a frequency stability of 1.6×10 -14 τ -1/2 [15] . A 100MHz high stability flywheel oscillator has been developed at SYRTE, which is based on a combination of a cryogenic Sapphire oscillator (CSO), an H-Maser and a set of low noise microwave synthesizers [16] . The conventional means of characterizing the frequency stability of an oscillator is the Allan frequency deviation [17] . It is given by: Two parallel optical links have been used to transmit the reference signal between SYRTE and LPL [18] . A few sections of standard 1.55-µm telecommunication single mode optical fibers have been interconnected by splicing leading to a total length of 43 km. The optical link is fed with a distributed feedback semiconductor laser emitting at 1.55 µm. The junction current of the diode is modulated with the 100 MHz reference signal, which generates synchronous intensity modulation of its output light. The intensity modulation is then detected at the distant end of the optical link. The fibers are sensitive to both acoustic noise and temperature variations. A preliminary measurement of the metrological features of this link was made by redirecting the output signal from one fiber back into the second fiber leading to a complete round trip (86-km) of the 100 MHz signal [18] . The phase difference between the input and return signal was detected and analyzed in terms of frequency fluctuations. In a second experiment, the same 100 MHz signal was sent in both fibers, and the two output signals were compared. Their phase noise fluctuations were found to be of a few 10 -15 at 1 s, which is 10 times less than the noise seen on a single fiber. This demonstrates that the phase fluctuations arising in both fibers are strongly correlated, and that the Allan frequency deviation for a one-way pass can be deduced by dividing by 2 the Allan deviation of the round trip, at least on time scales longer than 1 s. The Allan deviation for complete round trip in a single fiber is reported in Fig. 1 (up triangles) . The typical short-term noise is 3×10 -14 at 1 s, while the long-term is dominated by diurnal temperature variations of about 3-5×10 -15 . This performance, remarkable for a non-dedicated fiber, is occasionally degraded by noise bursts.
For precise metrological applications, one must implement a method for compensation of the fiber phase noise.
In order to fully characterize the frequency transfer we have implemented two independent correction systems on the two fibers. Figure 2 displays a schematic of the measurement set-up. A first compensation system is used to correct the perturbation introduced on the RF reference signal through the optical link from SYRTE to LPL. The corrected signal received at LPL is sent back to SYRTE for evaluation via the second fiber.
This transfer requires a second correction system. By comparing the reference with the return signal a complete stability analysis can be done.
The first compensation system implemented at SYRTE, is based on RF signal processing, and is very similar to the design used at Jet Propulsion Laboratory for the Deep Space Network distribution [19] . as it is coincident with the R(12) CO 2 laser line. Two equivalent and independent CO 2 /OsO 4 stabilization systems have been developed [20] . An Allan deviation of 4.2×10 -14 at 1 s was obtained for the beat note between these two lasers (that is 3×10 -14 for a single laser). The principle of frequency measurements at 30 THz using a fs laser comb has been described elsewhere [18] . The CO 2 laser frequency is smaller than the span of the modes of the fs laser, and this can be exploited so that the CO 2 laser controls the separation between two of these modes. The stability of the CO 2 /OsO 4 system is thus transferred to the repetition rate of the fs laser and we can dispense with any need for controlling the offset frequency of the fs laser.
Two laser diodes at 852 nm and 788 nm are used as intermediate oscillators, their frequency difference being phase-locked to the CO 2 laser frequency. Finally , where ∆ corresponds to the offsets of the phase lock loops, and the integer q is around 29100. The CO r (C f ±∆ 2 frequency is deduced from the measurement of the repetition rate f r , which is detected with a fast photodiode. A schematic view of the experimental apparatus is given on Fig. 3 . The SYRTE reference signal is used to synchronize all the synthesizers and counter at LPL, and to synthesize a 1 GHz signal, which is mixed with the repetition rate signal. The resulting beat note signal, at about 5 MHz, is further shifted to 68 Hz, filtered (10 Hz bandwidth) and
counted. with a microwave beat note of two fs lasers driven by the same optical frequency standard [14] .
The optical link to the primary standard of SYRTE allows an absolute frequency measurement, without any need for long integration time. It is remarkable indeed that the resolution of the CO 2 /OsO 4 frequency measurement is 3×10 -14 after only 1 s integration time.
The absolute frequency measurement of the R(42) line of OsO 4 was performed by repeating the CO 2 /OsO 4 frequency measurement a few times. The mean value is : ν ν , where the uncertainty is the 1-σ deviation of the data and ν is deduced from [21, 22] . The uncertainty is limited by the reproducibility of the CO [18, 20] .
We have demonstrated a transfer of the stability of a primary standard along a 43 km optical link of telecommunication network with a resolution of 8×10 -15 at 1 s and 10 -17 for one day. As a demonstration, the transferred signal of a cryogenic oscillator was used to measure a CO 2 /OsO 4 optical frequency standard, with a resolution of 3×10 -14 at 1 s limited by the CO 2 laser fluctuations. The long-term frequency fluctuations of this optical link are 2 orders of magnitude lower than that obtainable with a GPS-based transfer system, and the short-term fluctuations are one order of magnitude lower than the stability of a H-maser. It appears that this type of approach could provide a better frequency reference than the use of conventional local time standards.
Our next development will increase the reference frequency from 100 MHz to 1 GHz.
An improvement by a factor 3 should then be obtained for the short-term resolution of the optical link. For transmission between more distant laboratories, both the fiber attenuation and the higher noise can degrade the signal transfer. Optical amplification and the use of more powerful laser diodes can overcome this attenuation, extending the performance of our compensated link for distances up to 200 km. For more distant laboratories, a scaled up version of this link using a few repeaters could further extend the range of an optical distribution system. In fact, in the present arrangement the stabilization system at LPL is acting as a repeater at the midway point of the round trip.
A very attractive application of the present work concerns the search for possible time variations of the fundamental constants [5] . Recent measurements [1, 2, 23, 24] have shown no time dependence of the fine structure constant at the limit of around 10 -15 /year, which is approaching the sensitivity needed to give quantitative results for the theoretical models. For the next generation of optical clocks, an even higher resolution will be needed for the frequency comparison. The present performance of our frequency dissemination system, or its extension to a continental basis, could be fully exploited in such a program. It would also allow comparison between a larger set of clocks, and thus enable discrimination between the variations of different constants [2] . 
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